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Summary: This study describes the measurement of total protein in serum by near-infrared reflectance
spectroscopy.
With an algorithm, generated by the calibration procedure, the protein content of serum samples was calculated
from absorbance data at various wavelengths in the near-infrared.
A good correlation (r = 0.993) was found between near^infrared reflectance spectroscopy measurement of
serum protein and analysis by the biuret reaction.
Introduction
The most widely used method for the determination
of total protein in human serum is the biuret reaction
(1). Other methods are the Kjeldahl method, the Polin
phenol method of Lowry, the Coomassie Blue dye
binding method and the 280/260 nm ultraviolet ab-
sorption method of Warburg & Christian (2, 3). The
absorbance of a protein at 280 nm depends on the
presence of tyrosine and tryptophan in the protein.
However, nucleic acids also strongly absorb at
280 nm.
By measurement of the absorbance of a sample at
both 280 and 260 nm, the interference of nucleic acid
can be eliminated by calculation (3). An analogous
approach is used in Near^lnfrared Reflectance Spec-
troscopy (NIRS) (4), a technique that is widely used
for the analysis of foods and agricultural products
(4, 5).
Recently, near-infrared reflectance spectroscopy has
also been applied in clinical chemistry:
Koumantakis & Radcliff (6) used it for the measure-
ment of fat in faeces.
With near-infrared reflectance spectroscopy the ab-
sorbance of a sample is determined at various wave-
lengths in the near-infrared part of the spectrum. With
an algorithm, generated by the calibration procedure,
the concentration of a specific component in a sample
can be calculated. In the present study we show that
near-infrared spectroscopy can also be used for the
measurement of total protein in serum.
Materials and Methods
Sera were selected from samples that were submitted for routine
profile analysis (sodium, potassium, chloride, calcium, magne-
sium, bilirubin, creatinine, alkaline phosphatase, total protein
and urea) on the Technicon SMACII Autoanalyser (Technicon
Instruments, Gorinchem, The Netherlands). In the SMAC II,
serum total protein is measured by the biuret reaction. Sera
were chosen with total protein levels that were equally distrib-
uted over the range 40—80 g/1. Near-infrared absorbance of
sera was determined with a Technicon InfraAlyzer IA-450 (Bran
& Luebbe/Technicon Industrial Systems, Maarssen, The Neth-
erlands). The basic structure of the InfraAlyzer was recently
described in detail by Koumantakis & Radcliff (6). The
InfraAlyzer was connected with a Hewlett-Packard 86B com-
puter, equipped with a Hewlett-Packard 9121 disc drive. For
analysis of serum samples a specially designed cuvette (low
volume cup, developed by Technicon, the Netherlands, see fig.
1) was used. A small amount of serum was placed on the
horizontal reflecting surface in the cuvette (see fig. 1). On
adjustment of the glass cover, excess liquid was pressed away.
The thickness of the liquid layer between reflecting surface and
glass cover was about 0.2 mm. Software for calibration and
multiple regression analysis were provided by Technicon (7).
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Fig. 1. Scheme of the cuvette used for near-infrared reflectance
spectroscopy analysis of liquid samples.
A: circular quartz glass cover.




Fourty sera with various concentrations of total pro-
tein were used to calibrate the InfraAlyzer. The ab-
sorbance of each serum was determined at 19 different
wavelengths (between 1440 and 2350 nm). The rela-
tionship between the absorbance readings and the
protein content of the individual samples (as deter-
mined by SMAC II) was analysed by multiple linear
regression analysis. With a "best set" routine of the
multiple linear regression program the regression F-
ratio was calculated for all combinations of 2, 3, ...,
19 wavelengths. This F-ratio is defined as follows (7):
r2(N-k-l)
Comparison of NIRS with -SMAC-results
After calibration of the InfraAlyzer with 40 sera,
protein in another group of sera was determined by
the InfraAlyzer, with the same cuvette that was used
for calibration.
Figure 2 shows the correlation Bfetween the results,
obtained with the InfraAlyzer arid the SMAC data.
Orthogonal regression analysis of these data gave a
correlation coefficient of 0.993 (N = 43; slope 1.055;
intercept —3.445). To evaluate the precision of near-
infrared reflectance spectroscopy analysis, three sera
with different concentrations of total protein were
analyzed 12 times by the InfraAlyzer. The within-run
coefficients of variation were 3.3% (x = 43.8 g/l, SD
* 1.5), 1.9% (x = 63.8 g/1, SD =* 1.2) and 1.3%




r = multiple correlation coefficient
N = number of samples, used for calibration,
k = number of wavelengths.
The highest F-ratio was found with a combination of
five wavelengths, which are shown in table 1.
The six F-values were loaded into the memory of the
InfraAlyzer; The protein content of serum samples





Protein (SMAC II) [g/l]
Fig. 2. Total protein in serum, determined by near^infrared
reflectance spectroscopy (NIRS) and by the biuret
method (SMAC II Autoanalyzer).
following algorithm:




FO = bias adjustment,
Fn - F-value of filter n,
(Χ ΙΟ"3) = FO +
+ FI4Iog(l/R14) +
R„ = reflectance measurement with filter n.
Tab. 1. Wavelengths for near-infrared
measurement of serum total
sponding F-values.
Bias FOO
Filter FOS (2270 nm)
Filter F13 (1778 nm)
Filter F14 (2100 nm)
Filter F15 (1 759 nm)














Tab. 2. Measurement of total protein in serum with the SMAC
II and by near-infrared reflectance spectroscopy (NIRS)
in sera with high concentrations of creatinine and/or
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High serum concentrations of creatinine or urea did
not interfere with near-infrared reflectance spectros-
copy measurement of total protein (tab. 2). However,
table 2 suggests that near-infrared reflectance spec-
troscopy analysis of sera with high bilirubin concen-
trations gives slightly lower values for total protein
than measurement by SMAC II. A very turbid, lip-
aemic serum sample contained 73 g/1 protein when
measured by SMAC II; near-infrared reflectance spec-
troscopy analysis of this sample gave a result of 72
g/1 protein.
Discussion
Near-infrared reflectance spectroscopy is now widely
used for the analysis of protein, fat and other com-
ponents in agricultural products (4, 5). Recently, near-
infrared spectrophotometry has also found its first
applications in clinical chemistry. Wyatt et al. (8)
quantitated changes in the concentrations of oxyhae-
moglobin (HbO2) and reduced haemoglobin in cere-
bral blood by near-infrared spectrophotometry:
changes in the absorption at three different wave-
lengths were converted into signals from HbO2 and
reduced haemoglobin with use of an algorithm, anal-
ogous to that used in the present paper for protein
measurement. Koumantakis et al. (6) used the
InfraAlyzer for the estimation of fat in faeces. These
authors (6) found the analytical precision of the near-
infrared reflectance spectroscopy method to be su-
perior to the reference (Van de Kamer method. Our
data show high precision for the measurement of total
serum protein (CV = 1.3-3.3%).
High concentrations of· creatinine and urea did not
interfere with the near-infrared reflectance spectro-
scopy measurement of total protein in serum (tab. 2).
With four sera with bilirubin concentrations higher
than 100 μπιοΐ/ΐ, the near-infrared reflectance spec-
troscopy results were 2 — 3 g/1 lower than the SMAC
Il-values. Elevated levels of these three components
were also present in some of the sera that were used
for calibration; thus an algorithm was generated that
converted absorbance data into protein concentra-
tions with no or small interference from these three
components.
In summary, this paper shows that the amount of
total protein in serum can be accurately estimated by
near-infrared reflectance spectroscopy. Although
primarily of theoretical interest, this study further
extends the application of near-infrared reflectance
spectroscopy in clinical chemistry.
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